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Abstract: In this study, the feasibility of using a one dimensional 16-element flexible 
ultrasonic transducer (FUT) array for nondestructive testing at 150 °C is demonstrated. 
The FUT arrays were made by a sol-gel sprayed piezoelectric film technology; a PZT 
composite film was sprayed on a titanium foil of 75 |um thickness. Since the FUT array is 
flexible, it was attached to a steel pipe with an outer diameter of 89 mm and a wall 
thickness of 6.5 mm at 150 °C. Using the ultrasonic pulse-echo mode, pipe thickness 
measurements could be performed. Moreover, using the ultrasonic pulse-echo and 
pitch-catch modes of each element of FUT array, the defect detection was performed on an 
Al alloy block of 30 mm thickness with a side-drilled hole (SDH) of (|)3 mm at 150 °C. 
In addition, a post-processing algorithm based on the total focusing method was used to 
process the full matrix of these A-scan signals of each single transmitter and 
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multi-receivers, and then the phase-array image was obtained to indicate this defect- SDH. 
Both results show the capability of FUT array being operated at 150 °C for the corrosion 
and defect detections. 

Keywords: flexible ultrasonic transducer array; PZT sol-gel; pulse-echo mode; pitch-catch 
mode; total focusing method; phased-array imaging; defect detection 



1. Introduction 

Multiple ultrasonic transducer (UT) arrays [1-4], e.g., phase-array UT, are becoming attractive for 
the applications of nondestructive testing (NDT) and structural health monitoring (SHM) due to the 
efficient inspection, compared to a single element UT. The main purposes of ultrasonic measurement 
are for the defects and corrosions detections in materials. Moreover, these ultrasonic measurements are 
often required to operate under high temperatures condition [1,2,4] for the in-service inspections of 
electrical power plants and petrochemical plants etc. The crucial challenge of higher-temperature 
condition is that it could induce the damage of transducer due to the internal disbonding caused by the 
thermal expansion. Therefore, special high-temperature UTs and special couplant should be developed 
and employed to overcome the high temperature conditions. In addition, the requirements for these 
measurements performed on curved surfaces, e.g., pipes and reactors, are usually encountered. 
Therefore, to develop flexible UT arrays [5] applicable at high temperature [4] and on curved surface 
is extremely of importance to the industrial in-service inspection. 

In this study, the feasibility of using one dimensional (ID) flexible ultrasonic transducer (FUT) 
arrays, made by a technology of PZT sol-gel [6-8] sprayed piezoelectric thick film on Ti foil [9,10], 
for defect detection at 150 °C is demonstrated. First, the ultrasonic thickness measurement of a straight 
steel pipe using the home-made FUT array attached on the outer surface of pipe is performed at 150 °C 
for the application of corrosion detection, where the pulse-echo signals are used. Since the internal and 
external corrosions can cause gradual decay and deterioration of pipes to reduce the strength by 
thinning the wall thickness, the corrosion detection using thickness measurement at high temperature is 
necessary to ensure the safety and security of structures. Moreover, the ultrasonic defect detection 
using FUT array on an Al alloy block with a side-drilled hole (SDH) at 150 °C is also demonstrated. 
In addition, the total focusing method (TFM) is used to process the pulse-echo and pitch-catch signals 
of FUT array for synthesizing the phased-array image [11-13]. Since the in-service NDT and SHM 
under high temperature conditions are needed for industry, especially for petrochemical and nuclear 
power plants, the FUT arrays may show their applicability for the corrosion and defect detections. 

2. Fabrication of Piezoelectric ID FUT Array 

The configuration of FUT array is shown in Figure 1(a), where aperture (A F ut), element size (E F ut), 
height (Hfut), gap (Gfut) and pitch (Pfut). The top and bottom views of a typical FUT array on a Ti 
foil are shown in Figure l(b,c), respectively, where each element size of the FUT array is 
6 mm x 3 mm and the gap between two adjacent elements is 1 mm {i.e., 4 mm pitch) on 75 |um thick 
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Ti foil. The fabrication of the FUT array consists of six main steps [7,9]: (1) preparation of a high 
dielectric constant lead-zirconate-titanate (PZT) solution [8], (2) ball milling of the piezoelectric PZT 
powders in a PZT solution to submicron sizes, (3) sensor spraying using slurries to produce a film with 
thickness of 5 to 20 |um, (4) heat treatment to produce a solid PZT composite (PZT-c) thick film, 
(5) Corona poling to obtain piezoelectricity, and (6) colloidal silver spraying with a mask to deposit the 
top electrodes and electrically conducting lines. Steps (3,4) are performed multiple times to produce an 
optimal PZT-c film thickness for the specified ultrasonic operating frequency (center frequency). 
Normally, the thicker the PZT-c film, the lower the center frequency. If the final thickness of the 
PZT-c film is about 83 |um, the center frequency of each element is about 6 to 7 MHz. An insulation 
layer is coated onto the Ti substrate (foil) under the conducting line stripes. All the components shown 
in Figure 1(b) may sustain and have been tested at up to 150 °C. Each of the two connector sockets is 
connected to eight FUT array elements and one electrical ground line which is the Ti substrate. 
We also fabricated a ID 16-element array on 75 |um thick SS foils, and compared the performances of 
Ti foil with SS foil. It is noted that the signal strength of the FUTs made on Ti foil is normally a few 
dB better than that achieved from FUTs made on SS foil because of a decrease in substrate oxidation 
during heat treatment. However, FUTs using SS foils may be brazed onto steel substrates such as pipes 
for SHM purposes at HT [9]. Finally another insulation layer acting as a protection layer to prevent 
moisture, which may also sustain temperatures of up to 150 °C was coated, but not shown in Figure 1. 

For the defect detection, another FUT array (element size: 10 mm x 2 mm, gap: 1 mm) on a Ti foil 
of 75 |um was also produced. In addition, the other smaller FUT array (element size: 9 mm x 2mm, 
gap: 0.5 mm) on a thinner Ti foil of 35 |um was also fabricated. The thicknesses of both two PZT-c 
films are about 80 |um to tune the center frequency of each element within 7 and 8 MHz. 

Figure 1. (a) Configuration of FUT array: aperture (A F tjt), element size (E F tjt), height 
(Hfut), gap (Gfut) and pitch (Pfut). (b) Top and (c) bottom view of a ID 16-element FUT 
array on a 75 |um thick Ti foil. 
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Figure 1. Cont. 
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3. Theory 



Using the FUT array, the pitch-catch modes of the ith transmitter and the yth receiver can be performed 
for all elements to acquire the A-scan signal Ay{t\ as shown in Figure 2. After storage of the full 
matrix of Ay(t), a post-processing algorithm can be applied to reconstruct the phased-array imaging. 
Based on the TFM [11,12] or the so-called sampling phased array algorithm [13], the synthesized 
signal Sj (x, t) captured by the f h receiver, which scatters from a target point x as waves generated by 
all transmitters with different time delays simultaneously arrive at the target point, is reconstructed as: 



where ty is time shift, ty = dy/V 9 and dy is the distance, dy = |x - x,-| + |x - x 7 |. Here v is the longitudinal 
wave speed in medium, and x z is the position vector of the ith element. We assume Sj (x, t) is the real 
part of an analytic signal. Therefore using the Hilbert transform, we can obtain the envelope of the 
analytic signal, and find the peak value for the jth receiver. Subsequently, the intensity of the response 
of multi-transmitters with multi-receivers for the target point x is calculated by combining these peak 
values of all receivers. Sweeping the inspected area, the phased-array imaging can be obtained to 
indicate the location of defect and bottom. Since the performance of each element is not the same, 
the calibration and normalization of these signals are necessary prior to the calculation of 
phased-array imaging. 

Figure 2. Schematic of TFM for pitch-catch signals of the ith transmitter and the jth receiver. 
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4. Experimental Results and Discussion 

The schematic of FUT array for ultrasonic measurement is shown in Figure 3(a). Figure 3(b) is the 
photo of our experimental setup for the ultrasonic measurements carried out at 150 °C using an 
ultrasonic pulser-receiver system for the ID 16-element FUT array 6 mm x 3 mm and the gap between 
them is 1 mm (i.e., 4 mm pitch) on 75 |um thick Ti foil, as shown in Figure 1(b). 

Figure 3. (a) Schematic and (b) experimental setup for ultrasonic measurements of FUT 
array on a metal block at 150 °C. 




(a) (b) 

Since the FUT array is flexible, it was pressed and then attached to a steel pipe along the radial direction 
for ultrasonic thickness measurements at 150 °C as shown in Figure 4(a), where a high-temperature 
couplant was added in between the FUT array and pipe. The couplant is a 5W-30 car engine oil lubricant. 



Figure 4. (a) Ultrasonic pulse-echo measurements of FUT array (element size: 
6 mm x 3 mm, gap: 1 mm) for a steel pipe of OD: 89 mm with 6.5 mm thickness at 150 °C, 
where (b) is the signal of element 5 and (c) the signal of element 9. 




(a) (b) (c) 

The outer diameter (OD) of the pipe is 89 mm, and the wall thickness 6.5 mm. Figure 4(b,c) show 
the simultaneous pulse-echo measurements for the elements 5 and 9 with the same data recording 
settings, where only the 1st, 2nd, and 3rd echoes are plotted. These multiple echoes result from the 
reflection from the inner surface of the pipe. The center frequencies for the 1st echo of element 5 and 
element 9 are 7 and 6 MHz, respectively. Normally, these ultrasonic signals of FUT are broadband. 
These results at 150 °C are about 7 dB weaker than those measured at room temperature. The average 
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time difference between two adjacent echoes is about 2.18 jus. Since the longitudinal wave speed in 
steel is about 5,910 m/s, the estimated thickness is about 6.442 mm. It was demonstrated that the 
thickness measurement of FUT array at high temperature can be applied to the in-service inspection of 
the internal corrosion of pipe, particularly the erosion corrosion inside the elbow. 

Furthermore, in order to demonstrate the feasibility of the ID FUT array as a phase array transducer 
operable at 150 °C, another 16-element FUT array with an element dimension of 10 mm x 2 mm and a 
gap of 1 mm on a Ti foil of 75 |um was used for defect detection. The TFM algorithm was used for the 
phased- array imaging. This FUT array was attached on an Al alloy block of 30 mm thickness with a 
SDH of 3 mm diameter at the middle of block, as shown in the schematic of Figure 3(a). A high 
temperature gel couplant was used for this test. The longitudinal wave speed in Al alloy is 6,230 m/s. 
Because the span of the 16 elements is too long, only the first eight elements were utilized for imaging; 
the aperture of this array is 23 mm. The center of SDH was beneath and in between the 4th and 5th 
elements. The ultrasonic measurements using pulse-echo and pitch-catch modes on this block were 
performed at 150 °C. The center frequency of each element is 7 to 8 MHz. By multiplexing the 
transmitter, a matrix of A-scan signals Ay(f) were acquired for the /th transmitter and the jth receiver. 
Figure 5(a,b) show the pulse-echo signal A 44 (t-t 44 ) and the pitch-catch signal A 45 (t-t 45 ) of the target 
point (10 mm, 13.5 mm), which is the top of SDH. 

Figure 5. (a) The pulse-echo signal ^44, (b) the pitch-catch signal A 45 , and (c) the 
synthesized signal S 4 of the target point (10 mm, 13.5 mm) for 8 -elements FUT array 
(element size: 10 mm x 2 mm, gap: 1 mm) inspecting an Al alloy block with a SDH of 
(|)3 mm at the middle at 150 °C. 




(a) (b) (c) 

Using Equation (1), a synthesized signal of Sj(x,t) of the jth receiver is reconstructed when 
multi-transmitters focus at the target point x in the block. The synthesized signal of the 4th receiver S 4 
for the target point (10 mm, 13.5 mm) is shown in Figure 5(c). In addition, the pitch-catch signal 
^12(^12) °f the target point (0, 30 nm) at bottom is shown in Figure 6. Using the post-processing 
algorithm based on TFM, the phased-array imaging is reconstructed as shown in Figure 7(a), where the 
bottom of the back wall and the top of the SDH are indicated. The other smaller FUT array (element 
size: 9 mm x 2mm, gap: 0.5 mm) on a thinner Ti foil of 35 |um was also used to detect this SDH at 
150 °C, where only the first seven elements were utilized for imaging; the aperture is 17 mm. 
The TFM image is shown in Figure 7(b). Again, the TFM phased-array image clearly shows the 
location of SDH and bottom of this Al alloy block. The two arrays of different apertures show the 
same performances for 3 mm SDH detection. 
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Figure 6. The pitch-catch signal A u of the target point (0, 30 nm). 
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Figure 7. TFM images of (a) 8-elements FUT array (element size: 10 mm x 2 mm, gap: 
1 mm) and (b) 7-elements FUT array (element size: 9 mm x2 mm, gap: 0.5 mm) inspecting 
an Al alloy block of 30 mm thickness with a SDH of (|)3 mm at the middle at 150 °C. 
Dashed circle: SDH. 
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5. Conclusions 



The applications of ID FUT arrays, PZT-c film sprayed on Ti foils of 75 |um and 35 |um, 
to ultrasonic thickness measurement and defect detection for specimens at 150 °C were presented. 
We performed the thickness measurement on the curved surface of a steel pipe at 150 °C using FUT 
array to demonstrate the applicability on the in-service inspection for the internal corrosion detection 
of pipeline. The signal strengths obtained at 150 °C are about 7 dB weaker than those obtained at room 
temperature. Moreover, the FUT array was used to inspect a SDH in an Al alloy block. The ultrasonic 
measurements of the pulse-echo and pitch-catch modes using each single element as a transmitter and 
multi-elements as receivers of the FUT array were carried out. After that, a post-processing algorithm 
of TFM, which synthesizes the signals focusing at any target point in the inspected specimen, was 
implemented to process these pulse-echo and pitch-catch signals for obtaining the phased-array image. 
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The phased-array measurement using FUT array for defect detection on a curved surface of steel pipe 
at 150 °C is still ongoing, and a miniaturized FUT array with a smaller element size and gap for the 
practical applications is being developed now to detect smaller defects. Moreover, the FUT arrays 
made from other sol-gels, e.g., bismuth titanate or lithium niobate, could be operable at higher 
temperatures, e.g., up to 400 °C [14,15]. 

Acknowledgments 

The research was supported by National Science Council, Taiwan (NSC 99-222 1-E-182-030-MY3) 
and Chang Gung Memorial Hospital (CMRPD290042). 

References 

1. Kirk, K.J.; McNab, A.; Cochran, A.; Hall, I.; Hay ward, G. Ultrasonic arrays for monitoring cracks 
in an industrial plant at high temperatures. IEEE Trans. Ultrason. Ferroelectr. Freq. Contr. 1999, 
46,311-319. 

2. Karasawa, H.; Izumi, M.; Suzuki, T.; Nagai, S.; Tamura, M.; Fujimori, S. Development of 
under-sodium three-dimensional visual inspection technique using matrix-arrayed ultrasonic 
transducer. J. Nuclear Sci. Tech. 2000, 37, 769-779. 

3. Ohara, Y.; Endo, H.; Mihara, T.; Yamanaka, K. Ultrasonic measurement of closed stress 
corrosion crack depth using subharmonic phased array. Jpn. J. Appl. Phys. 2009, 48, 
doi:10.1143/JJAP.48.07GD01. 

4. Devallencourt, C; Michau, S.; Bantignies, C; Felix, N. A 5 MHz piezocomposite ultrasound 
array for operations in high temperature and harsh environment. Proc. IEEE Ultrason. Symp. 
2004, 2, 1294-1297. 

5. Bowen, C.R.; Bradley, L.R.; Almond, D.P.; Wilcox, P.D. Flexible piezoelectric transducer for 
ultrasonic inspection of non-planar components. Ultrasonics 2008, 48, 367-375. 

6. Kobayashi, M.; Jen, C.K.; Ono, Y.; Wu, K.T.; Shih, I. Integrated high temperature longitudinal, 
shear, and plate acoustic wave transducers. Jpn. J. Appl. Phys. 2007, 46, 4688-4692. 

7. Shih, J.L.; Kobayashi, M.; Jen, C.K. Flexible metallic ultrasonic transducers for structural health 
monitoring of pipes at high temperatures. IEEE Trans. Ultrason. Ferroelectr. Freq. Contr. 2010, 
57,2103-2110. 

8. Barrow, D.; Petroff, T.E.; Tandon, R.P.; Sayer, M. Chracterization of thick lead-zirconate titanate 
films fabricated using a new sol gel process. J. Appl. Phys. 1997, 81, 876-881. 

9. Liu, W.-L.; Jen, C.-K.; Wu, K.-T.; Kobayashi, M.; Mrad, N. Flexible ultrasonic transducer arrays 
for health monitoring of an aircraft component. Insight 2011, 53, 316-320. 

10. Kobayashi, M.; Jen, C.K. Piezoelectric thick bismuth titanate/PZT composite film transducers for 
smart NDE of metals. Smart Mater. Struct. 2004, 13, 951-956. 

11. Holmes, C; Drinkwater, B.W.; Wilcox, P.D. Post-processing of the full matrix of ultrasonic 
transmit-receive array data for non-destructive evaluation. NDT & E Int. 2005, 38, 701-71 1. 

12. Holmes, C; Drinkwater, B.W.; Wilcox, P.D. Advanced post-processing for scanned ultrasonic 
arrays: Application to defect detection and classification in non-destructive evaluation. 
Ultrasonics 2008, 48, 636-642. 



Sensors 2013, 13 



983 



13. Verkooijen, J.; Boulavinov, A. Sampling phased array — A new technique for ultrasonic signal 
processing and imaging. Insight 2008, 50, 153-157. 

14. Kobayashi, M.; Jen, C.K.; Levesque, D. Flexible ultrasonic transducers. IEEE Trans. Ultrason. 
Ferroelect. Freq. Contr. 2006, 53, 1478-1486. 

15. Kirk, K.J.; Schmarje, N. Experimental and simulated performance of lithium niobate 1-3 
piezocomposites for 2 MHz non-destructive testing applications. Ultrasonics 2012, 53, 185-190. 

© 2013 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 
distributed under the terms and conditions of the Creative Commons Attribution license 
(http ://creati vecommons . org/licenses/by/ 3.0/). 



